
Microbiologics Live Culture Certificate of Analysis Interpretation Guide 

This guide describes the information provided on the Certificate of Analysis for Microbiologics’ live culture 

controls (for example, KWIK-STIK KWIK-STIK Plus and EZ-Accu Shot The Certificate of Analysis is a 

record of the results obtained at Microbiologics during release testing. 

 

Non-Enumerated Certificate of 

Analysis Interpretation 

1. Batch lot number 

2. Expiration date of the lot 

3. Number of passages the lot is 

from the reference culture 

4. Primary media used to assess 

morphology and growth 

5. Colony morphology observed 

on medium listed under 

Macroscopic Features 

6. Name of the ID System or 

Technology used to identify the 

strain. The ID system used has 

been validated to provide the 

most robust ID of the strain.   

7. Additional confirmatory tests 

performed and their results 

8. Packaging Event Disclaimer 
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Enumerated Certificate of 

Analysis Interpretation 

1. Batch lot number 

2. Expiration date of the lot 

3. Number of passages the lot is from 

the reference culture 

4. Primary media used to assess 

morphology and growth 

5. Colony morphology observed on 

medium listed under Macroscopic 

Features 

6. Name of the ID System or 

Technology used to identify the 

strain. The ID system used has 

been validated to provide the most 

robust ID of the strain.   

7. Methods utilized by Microbiologics 

during enumeration of the product. 

8. Mean Assay Value (MAV) is the 

average counts obtained at 

Microbiologics to ensure the lot is 

recovering within the correct range. 

This is not a warranted value. 

9. The Standard Deviation (SD) is 

computed using a standard 

statistical formula. This value is a 

measure of how close a set of data 

points are to the mean. 

10. The Coefficient of Variation (CV) is 

computed using a standard 

statistical formula. This result is a 

measure of the variability of a data 

set around its mean.  

11. The Confidence Interval (CI) is 

computed using astandard 

statistical formula. It is a measure 

of where the true mean of the 

population lies. 

12. Packaging Event Disclaimer 
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Accreditation Stamp Interpretation 

Non-Enumerated Certificate 

1. ISO 17034 accreditation stamp 

2. Certified Reference Material 

(CRM) stamp. This will only be 

displayed on products that are 

Certified Reference Materials. 

3. ATCC Licensed Derivative 

emblem 

 

 

 

Enumerated Certificate 

4. ISO 17025 accreditation stamp 

5. Mean Assay Value (MAV) 

disclaimer 

6. ISO 17034 accreditation stamp 

7. ATCC Licensed Derivative 

emblem 
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